SYR1-U20-01N, ACR1-U2S-01N, ACR1-U1S-01N

KrosFlo Research 1 Pump System, Stand Kit
Parts Listing
A - Assembly Instructions
Bar Tools Needed:
1.  Socket wrench and 7/16" socket

2. 5/32" allen wrench

Step 1: Tip pump drive onto its side and remove the
four bolts securing the feet.

Step 2: Install the two spacers between the bottom
of the drive and the rear two feet. Install the

bar between the bottom of the drive and the
front two feet. Reuse the original bolts.
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